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Miisterinin adi/adresi : DOGUS Medikal Tic. Ve San Ltd. Sti.

Customer name/address Kale Mah Osmaniye Cad 8/L ilkadim/SAMSUN
istek Numarasi : LVD 130926-04

Order No.

Numunenin adi ve tarifi : Sessiz Kabin

Name and identity of test item

Numunenin kabul tarihi : 30.09.2013

The date of receipt of test item

Deneyin yapildig tarih : 30.09.2013

Date of test

Raporun Sayfa Sayisi : 9

Number of pages of the Report

Aciklamalar: Miisteri istegine gore hazirlanmistir.
Remarks

Deney velveya dlciim sonugclari, genisletilmis 6l¢iim belirsizlikleri (olmasi halinde) ve deney metodlari bu
sertifikanin tamamlayici kismi olan takip eden sayfalarda verilmistir.
(The test and/or measurement results, the uncertainties (if applicable) with confidence probability and test
methods are given on the following pages which are part of this report.)

Bu rapor: Firmamiza ulasan numunelere deney vel/veya deneyler uygulanarak elde edilmistir.
Miisteriye ait diger numuneleri kapsamaz.

(This report was prepared after applying test/tests to the samples that are sent to our company.)
(Note that this report does not involve other samples of the customer.)

* [saretli deneyler veya akreditasyon numarasinin yer almadigi sayfalar, akreditasyon kapsami dahilinde

degildir.
/s’g/nagftests or the papers which have not the accreditation number are not in the scope of accreditation.)
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Bu rapor laboratuvarin yazili izni olmadan kismen kopyalanip cogaltilamaz.

imzasiz ve muihursiiz raporlar gegersizdir.

This report shall not be reproduced other than in full except with the permission of the laboratory.
Testing reports without signature and seal are not valid.
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DENEYDEN GEGIRILEN CIHAZIN :
(Equipment Under Test's)
Markasi: Dogus Medikal Beyan Gerilimi: —
(Brand) (Rated Voltage)
Modeli: Sessiz Kabin Beyan Giicii/Akimi: —
(Model) (Rated Power/Current)
Seri No: 0001 Beyan Frekansi: —_
(SN) (Rated Frequency)
DGC'nin Tanimi: Sessiz Kabin
Discription Of EUT
CEVRE SARTLARI
(Environmental Conditions)
Deneyler sirasinda dlgiilen gevre sartlari ilgili sayfalarda belirtilmistir.
(The enviromental conditions are measured during tests, are determined related pages.)
DENEY RAPORUNDA KULLANILAN SEMBOLLERIN TANIMLARI
( Definations of Symbaols Used in This Test Report )
DGC - Deneyden gegen cihaz
(EUT-Equipment under test)
= - Siyah kutu, deney raporunda kullanilan cihaz, standard ve kosullan gaosterir.
(The black square indicates that the listed condition, standard or equipment is applicable for this report.)
= - Bos kutu, deney raporunda kullaniimayan cihaz, standard ve kosullari gosterir.
(The empty square indicates that the listed condWr equipment is not applicable for this report.)
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DENEY STANDARDLARI
(TEST STANDARDS)

Deneyler agagidaki standardlara gére yapilmistir:
(The tests were performed according to following standards)

o Miisteri istegine gore test yapiimistir.
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Deney Tanimi
Deney Talimat No : DT-LVD-06/R2
(Test Method No)
Cevre Kosullari : 21.2°C.% 50 RH Tarih : 07.02.2013
(Environmental Conditions) (Date)

TEST SARTLARI VE SONUCLARI
(TEST CONDITIONS AND RESULTS)

Testin tanimi:

(Test specification) siire ile 3 defa dlgiim alinmigtir. Degerler tabloda belirtilmisgtir.

Miigteri istegi Gizerine, DGC'nin iginden fotografta goriilen noktadan 30 saniye

Frekans
Olgiim No | 125 Hz 250 Hz 500 Hz 1000 Hz 2000 Hz | 4 khz 8 khz
1 4,6 12,6 17,5 14.3 10.0 7.7 6.7
2 2.4 13;5 23,6 14.8 10.5 7.2 6.1
3 24 11,9 1,5 14,1 8.5 71 6.1
3,3 12,7 18,2 14,4 9,8 7.3 6,3
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3.1 Test Ekipman Listesi & Kalibrasyon
(List of Test Equipment & Calibration)

Cihaz/Ekipman Adi Marka Model Seri No Kalibrasyon Tarihi
Device/Equipment Name Brand Model Serial No Date of Calibration

El Tipi Akustik Analizér : : .

(Hand-Held Analyzer) Bruel-Kjaer 2250B 2739721 14.01.2013

Ses Kalibratori : ; :
(Acoustic Calibrator) Bruel-Kjaer 4231 2730358 14.01.2013
USB Dataloger LASCAR EL-USB-2 85-3411 04.01.2013
(USB Dataloger)

Giig Analizori Faia TPZ 308 5798 08.02.2013

(Power Analyzer)

Kalibrasyon Metodu:
Calibration Method

Akustik Kalibrator Bruel-Kjaer , Tip 4231
Acoustic Calibratot Bruel-Kjaer , Type 4231

Bu rapor laboratuvarin yazili izni olmadan kismen
Imzasiz ve muharsiz raporlar gecersizdir.
This report shall not be reproduced other than in
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DGC'nin Fotograflar
(Photos of EUT)
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DGC'nin Fotograflari
(Photos of EUT)
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Sayin ligih,

Firma Beyani
(Customer Declaration)
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Tarafimizdan Oretimi Yapilan SESSIZ KABIN METAL ‘e. 8¢ noktacan akustik testl yapdmas
@rafimizdan Eldag firmasina beyan edllerek lstenmigtir. ’
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